





« DO NOT use this product or any available optional equipment without first completely reading and
understanding these instructions and any additional  instructional material such as owner’'s manuals, se rvice
manuals or instruction sheets supplied with this pr  oduct or optional equipment. If you are unable to

understand the warnings, cautions or instructions, contact a healthcare professional, dealer or techni  cal
personnel before attempting to use this equipment - otherwise, injury or damage may occur.

« Each individual should ALWAYS consult with their physician or therapist to determine proper adjustme nt
and usage.

« DO NOT use the rollator as a wheelchair or transp  ort device. Rollators are not intended to be propel led
while seated.

* The brakes MUST be in the locked position before  using the seat.

« A physical/occupational therapist should assisti n the height adjustment of the rollator for maximum

support and correct brake activation.

« Care should be taken to ensure that all hand and  height adjustments are secure, and that casters and

moving objects are in good working order before usi  ng this or any mobility aid.

« All wheels MUST be in contact with the floor ata Il times during use. This will ensure the rollator is properly
balanced.

« When using the rollator in a stationary position, the hand brakes MUST be locked.

* ALWAYS observe the weight limit on the labeling o f your product. Check that all labels are presenta nd
legible. Replace if necessary.

« If push handles are exposed to extreme temperatur e (above 100°F or below 32°F), high humidity and/or
becomes wet, prior to use, ensure handgrips DO NOT  twist on rollator handle - otherwise damage or inju  ry
may occur.

*« ALWAYS test to see that the rollator and attachme nts are properly and securely locked in the open

position BEFORE using.

« After installation and before use, ensure that al | attaching hardware is securely tightened.

« DO NOT attempt to reach objects if you have to mo ve forward in the seat. Reaching for these objects  will
cause a

change to the weight distribution of the rollator a nd may cause the rollator to tip, resulting in inju  ry or dam-
age.

« DO NOT hang anything from the frame of the rollat or. Items should be placed in the basket or the tot e bag.
« The rollator basket has a weight limitation of 11 Ibs (5 kg). The tote bag has a weight limitation o f 10 Ibs (5
kg). Items placed in either the basket or the bag s hould NOT protrude from the basket or bag.

* The backrest should ALWAYS be in place and is NOT  designed to support the total body weight of the u  ser.
« Before attempting to reach objects or pick them u p from the floor by reaching down between your knee s,
place feet securely on the floor. Use EXTREME cauti  on when reaching for any object.
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